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Abstract
Nanostructured polymers, with dierent morphologies and dierent
spatial organizations, have found, in last few years, a wide range of uses
in humidity sensors, as a viable alternative to ceramic or semiconducting
materials and to oxides (perovskite) compounds. Their enhanced sen-
sitivity towards external stimuli has made them ideal candidates in the
design of humidity sensors.
This is mainly due to the fact that nanostructured polymers, when
embedded with dierent content of water, represent a heterogeneous sys-
tem whose dielectric and conductometric properties varies over a wide
range, resulting in advantageous sensitive material in resistive-type or
capacitive-type humidity sensors. The most notable property of nanos-
tructured polymers is their inherent electrical behavior which is closely
connected to the presence of heterogeneities at a nano- or micro- scale
level.
In the rst part of this paper, we discuss and justify, on the basis of
the dielectric theory of heterogeneous systems, how the dielectric proper-
ties of nanostructured polymers, independently of their chemical nature,
could vary as a consequence of a dierent amount of water adsorption,
meeting the basic requirement of any humidity sensor device. In partic-
ular, we have analyzed systems with dierent porosity and dierent pore
interconnections to cover the most part of the structural arrangements
and morphologies nanostructured polymers give rise.
In the second part of the paper, we present some remarkable exam-
ples of nanostructured polymers employed in the fabrication of humidity
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sensors based on changes in the electrical properties (permittivity and
electrical conductivity) upon exposure to moisture, highlighting the main
features that make them suitable for sensors, with specic emphasis to
characteristic parameters, such as sensitivity, response time, hysteresis
and durability.
1 Introduction
Nanostructured polymers [NSPs] belong to the class of nanomaterials which
have, in the last few years, provoked great interest and received great attention
as they may be appropriately tailored for a large number of biological and
technological applications. Mainly due to the small size of the building blocks
(of the order of the nanometer scale) and the high surface-to-volume ratio, these
materials are expected to demonstrate unique physico-chemical properties and
are promising for a variety of applications including drug and gene delivery
[1], tissue engineering [2], biosensors [3], organic electronics and photonics [4],
optical devices [5], catalysis [6] and solar cells [7].
This paper gives a look on the use of nanostructured polymers sensing
applications devoted to the measurement of the relative humidity [RH]. Our
eort is to justify, on the basis of the dielectric theories developed so far for
the treatment of highly heterogeneous systems, why nanostructured polymers,
whatsoever their chemical properties are and whatsoever the structural con-
formation they assume, could represent a particularly suitable material to be
employed as sensitive element in humidity sensor technologies.
We will do this, considering the most frequently used models dealing with
polymer-water mixtures and showing how the dielectric response (characterized
by their electrical conductivity and electrical permittivity) covers a wide range
of values, directly related to the total amount of water adsorbed.
This paper is organized as follows. It begins with a brief list of humidity
denitions and then we discuss the dierent theoretical models, in the light of
the heterogeneous system approximation theory, how nanostructured polymers
represent a suitable material for humidity measurements. Finally, we conclude
by describing the main characteristics of sensors formulated with dierently or-
ganized polymeric nanomaterials. Nanostructured polymers employed as sen-
sitive element in the sensors selected here in this certainly not exhaustive list
derive from dierent chemical materials on the basis of dierent synthesis pro-
cedures, are dierently organized from a structural, and spatial too, point of
view and, moreover, interact with water molecules with dierent mechanisms,
at a molecular level.
Nevertheless these intrinsic and structural dierences, the macroscopic be-
havior, as far as the dielectric point of view is concerned, of these heterogeneous
systems are very similar, being the basis for a strict correlation between the
dielectric response and the water molecules adsorbed, i.e., in other words, with
the environmental humidity.
Humidity sensors based on resistive and/or capacitive response to water
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are based on this correlation and take advantage of the exceptionally large
sensitivity reected by changes of the electrical parameters in the presence of
dierent amount of water.
2 Synthesis of nanostructured polymers for gas
sensors
The size, shape, composition, hybrid, molecular engineering, assembly and
nano-structures are the key parameters which characterize nanostructured poly-
mers, drive their functions and allow to achieve applications in dierent elds.
The synthesis approaches are mainly based on a bottom-up procedure, start-
ing from the monomers to arrive at the whole nanostructure by rationally tai-
loring experimental parameters, that readily and selectively lead to produce
dierent types of micro/nano-materials with novel morphologies, with high
performance in applications in dierent elds, such as electrochemical sensors,
electro-chemiluminescent sensors, gene delivery agents.
Organic and organometallic polymers have been already investigated as
sensing materials [8] and deeply investigated from a synthetic point of view
[9, 10].
The most popular methods are wet chemistry and electrochemistry that
are now discussed in a recent review [11] where the preparation of nanostruc-
tured materials, such as gold nanospheres, nanoplates and organic-inorganic
hybrid colloid spheres, conducting polymer nanobelts and spherical colloids of
coordination compounds is described on the basis of chemical reduction of the
corresponding metal precursors [12, 13]. A scheme of the synthesis routes for
the achievement of nanoparticles of various origins [14] is shown in Fig. 1.
To bottom-up methods, belong the self-assembly procedure, electrochemi-
cal, template assisted, grafting, emulsion, gamma-radiation induced, and chem-
ical oxidation.
The top-down methods, that involve electrospinning technology, Langmuir-
Blodgett deposition, osmosis and laser micro/nanopatterning are widely dis-
cussed and recently reviewed by some of us [15].
Some selected images of nano-polymers that could be used as sensitive poly-
meric materials for sensors are reported in Figs. 2 and 3.
However, this classication is sometimes ambiguous, because the two meth-
ods, i.e., bottom-up and top-down, are often complementary and the tech-
niques to achieve nanoparticles frequently overlap [16]. Among the bottom-
up methods, the emulsion polymerization has been widely investigated for the
achievement of polymeric nanoparticles for dierent applications. For example,
polymethylmethacrylate and related polymeric nanospheres were obtained and
assembled in photonic crystals domains [17, 18, 19, 20, 21] and similar polymeric
nanobeads were used for catalytic and bio -technological purposes [22, 23, 24].
A recent book comprehensively reviews the main features related to the de-
velopment of conducting nanopolymers by a variety of synthetic methods and
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 Figure 1: Schematic procedure for simple synthesis of nano- and micro-
structured polymers. Reproduced with permission from Guo and Wang, Acc.
Chem, Res. 491{500 2011 Vol. 44.
Figure 2: SEM images of dierent morphologies obtained for synthetic poly-
mers (A): polymethylmethacrylate; (B): polystyrene; (C): polyphenylacety-
lene; (D) and (E): poly(N,N-dimethylpropargylamine derivatives; (F): Pt-
polymetallayne) and biopolymers: (G): chitosan; (H), (I), (L) and (M):
hyaluronic acid derivatives; (N): dextran. (Reprinted with permission from
Chronopoulou L, Fratoddi I, Palocci C, Venditti I, Russo MV. Langmuir2009,
copyright 2009 American Chemical Society).
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Figure 3: : Panel A: a large number of PANI arrays with average diameter of
1.2 m and highly ordered structure, produced by change of the aniline/acid
concentration ratio. (Reprinted from Wu J, Tang Q, Li Q, Lin J, (2008) Poly-
mer 49: 5262-5267, with permission from Elsevier). Panel B: TEM images of
PPy nanotubes prepared in octane and enlargement (C). (Adapted with per-
mission from Jang J, Yoon H, (2005) Langmuir 21: 11484-11489 Copyright
2009 American Chemical Society). Panels D and E: SEM and TEM micro-
graphs of PEDOT hollow aggregates (the exterior size distribution of hollow
microsphere is shown in inset of panel E. (Reprinted from Xia Y, Wei M, Lu
Y., (2009) Synth Met. 159: 372-376 with permission from Elsevier)
applications [25] and a recent review extensively reports about the development
of nano-structured conducting polymers/nanocomposites, their characteristics
and applications in sensors/biosensors and advances made in this eld [26].
The actual main feature of conjugated polymers that make them suitable for
chemical sensors is nanostructure. Nanostructured sensors systems are charac-
terized by high sensitivity and selectivity, and nd application in food quality
control, pharmaceutical industries, medical diagnosis, environmental monitor-
ing, and homeland security [25].
Nanosized and microsized particles of conjugated polymers have founded to
have superior performance relative to conventional materials due to their much
larger exposed surface area, reversible electrical properties due to redox behav-
ior, mechanical exibility and ease of preparation. Among others, the most
investigated polymers are polyaniline [PANI] [27], polypyrrole [PPy] [28], poly-
thiophene [PTH] [29], polyparaphenylene [PPP], polyparaphenylenevinylene
[PPV] and poly(3,4-ethylenedioxythiophene) [PEDOT] and polyphenylacety-
lene [PPA] [30].
The sensitivity of conducting polymer-based sensors is primarily determined
by the dierence in a specic property (generally, the capacitance or the elec-
trical resistance) before and after exposure to a test target molecule (water
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molecules, for humidity sensors) and in this case the specic surface area of
the conducting polymers plays a key role in determining the sensitivity of the
sensors.
Composites of polymeric materials with metal nanostructures have also
been investigated. Starting from preliminary studies [31, 32], a particular
emphasis on their applications in sensor devices has been reported in a com-
prehensive review [33] where the trends in the synthesis and application of
ICP (Intrinsically Conductive Polymers) composites in chemical sensing are
highlighted. These authors demonstrate the versatility of these materials that
can be utilized to develop sensing materials, with improved properties such as
enhanced resistance to humidity, lower detection limits, increased sensitivity,
lower sensing temperatures, and enhanced stability.
Another comprehensive review [34] highlights the fabrication of 1D mul-
tifunctionalized conducting polymer nanocomposites, where the components
can be biological polymer materials, metal phthalocyanines and porphyrins
and carbon nanotubes, metals, oxide nanomaterials, chalcogenides, etc. These
composites nd applications in a variety of electronic nanodevices and chemical
and biological sensors.
In summary, nanotechnology provides the ability to work at the molecular
level, atom by atom, to create structures with fundamentally new molecular
organization.
In this context, nanostructured polymers have great potential for develop-
ing a new generation of chemical sensors to detect gas and vapor species and
in particular water humidity. Nano-polymer-based sensors have the following
properties: high sensitivity due to large surface to volume ratio, fast response,
in the case of one-dimensional quantum wire nature, that makes its electronic
properties very sensitive to gas adsorption, lower power consumption, which is
ideal for persistent surveillance applications, small size and lightweight.
3 Relative humidity [RH] sensors
There is a wide number of contexts where it is important the control or the
detection of humidity. They include environmental monitoring for meteoro-
logical services [35], agriculture for seed storage, industrial elds for chemical,
biomedical [36], food industry [37] and electronics processing [38], as well as
daily life for air conditioner in living rooms, hospitals.
Materials used for humidity sensing are extremely diversied, including or-
ganic polymers [39], ceramics [40], hybrid polymer/inorganic systems [41], com-
posites [42], polymer electrolytes (polyelectrolytes) [41], each of them has its
own merits and specic conditions of applications.
Humidity sensors utilize changes in physical properties (mainly in the elec-
trical properties) of the sensitive element when exposed to dierent atmospheric
humidity conditions of the surrounding environment, as a consequence of ad-
sorption and/or desorption of water molecules.
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Based on measurement techniques, the most commonly used units for hu-
midity measurements are Relative Humidity [RH], Dew/Frost point [D/F PT]
and Parts Per Million [PPM].
Relative Humidity [RH] is dened as the amount of the actual water vapor
density ea in the atmosphere as a percent of the amount of water vapor density
es the atmosphere could hold at that temperature and pressure, i.e.,
RH =
ea
es
 100% (1)
RH is a function of temperature, and thus it is a relative measurement.
Dew point is the temperature (above 0 C) at which the water vapor in a
gas condenses to liquid water. Frost point is the temperature (below 0 C) at
which the vapor condenses to ice. On the basis of these denitions, D/F PT is
a function of the pressure of the gas, but is independent of temperature and is
therefore dened as absolute humidity measurement.
Parts Per Million [PPM] represents water vapor content by volume fraction
[PPMv] or, if multiplied by the ratio of the molecular weight of water to that
of air, as weight ratio [PPMw]. PPM is also an absolute measurement.
Absolute Humidity (vapor density) is dened as a ratio of the mass of water
vapour in air to the volume of air expressed as:
AB =
mw
V
(2)
where mw is the mass of water vapor and V is the volume of air.
Fig. 4 summarizes the most used units and shows the correlation among
Relative Humidity [RH], Parts Per Million by volume [PPMv], and the Dew/Frost
Point [D/F PT]. RH measurement covers higher humidity range, PPMv covers
lower humidity range, and D/F PT covers all the humidity range. For daily
life, Relative Humidity [RH] is the most frequently used unit because of its ease
of understanding.
In this section, we will consider, from a general point of view, some examples
of sensors based on dierently organized nanostructured polymers, which are
exploited, in the last few years, for the detection of relative humidity [RH].
Most of the sensing polymers are either hydrophilic or hydrophobic, which
implies that they show considerable structural reorganization in presence of
water. Hence, these materials exhibit, as a consequence of water adsorption,
conductive or dielectric property changes with environmental humidity, which
can be quantied for RH measurement.
Traditionally, polymeric humidity sensors are divided into two categories,
i.e., resistive type and capacitive type [39]. However, the basic mechanism is
essentially the same for both types, with the dierence that, in the former,
the physical parameter sensitive to the humidity variation is the electrical con-
ductivity , while, in the latter case, is the electrical permittivity 
0
. These
parameters can be easily converted into resistance and capacitance respectively,
taking into account the geometry of the sensor device.
7
Figure 4: Correlation among humidity units: Relative Humidity (RH),
Dew/Frost point (D/F PT), and Parts Per Million by volume fraction (PPMv).
Reproduced with permission from Chen and Lu, Sensor Lett., 2005.
Basically, the nanosensor contains a pair of interdigitated electrodes cov-
ered by nanoporous polymer membranes. The resistance and/or capacitance
between these electrodes vary at dierent humidity levels due to the water
adsorption (mainly, capillary condensation) inside the nanopores.
As a matter of fact, in polymeric humidity sensors, the sensing element
is essentially based on a porous polymer lm lled with micro-pores and/or
nano-pores dierently interconnected for water vapor condensation.
Water condensation tends to take place within the porous structure of the
polymer, the amount of condensed water being mostly dependent on the open
pores volume, pore radius sizes and distributions. If, for sake of simplicity,
we assume cylindrical pores, the pore radius at which capillary condensation
begins to take place can be evaluated based on the Kelvin equation [43, 44],
which states that this radius is given by
r =
2M
RT ln psp
(3)
where , M and  are the surface tension (72.75 dyn/cm at 20 C), molecular
weight and density of the water, respectively. p is the water vapor pressure
and ps is the water vapor pressure at saturation. To a rst approximation, the
ratio p=ps equals the relative humidity RH. R is dened as the gas constant
and T is the absolute temperature. Water condensation occurs in all the pores
with radius up to r=2, at the given temperatures and constant pressures [45].
For a smaller r value, or a lower temperature, water vapor condensation occurs
in capillaries more easily (Fig. 5).
When there is adsorbed water vapor in the pore space, as a consequence of
water condensation, its total volume fraction  will increase from 0 to 1. Since
water has very high permittivity at room temperature (about 80) compared to
air (about 1), the eective dielectric constant of whole polymeric matrix will
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Figure 5: Pore radius of capillary condensation (Kelvin equation, eq.3).
increase accordingly. However, this means that, when RH decreases, desorption
of water molecules from the liquid to the vapor phase requires extra energy,
inducing, in the most cases of polymeric sensors, a large hysteresis and long
recovery times. These processes are further complicated by the fact that water
in highly conned systems behaves dierently from bulk water and both water
permittivity and water conductivity depend on the average size of the region
where water is conned.
The above physical mechanisms can be recognized as a basic work principle
of the various available humidity sensors.
In what follows, we will illustrate, on the basis of the eective medium ap-
proximation from a dielectric point of view, why a heterogeneous polymeric
material, partially or fully embedded with water, represents an exceptionally
suitable system with a dielectric, and conductometric too, response particu-
larly sensitive to the amount of adsorbed water. This peculiar characteristic
is enhanced by the nanostructured organization of the polymeric matrix that,
because of its dierent geometric arrangement, allows to water to be adsorbed
on an extraordinary large surface and, at the same time, inside nanopores and
nanochannels where adsorbed water easily condensates in a bulk phase.
We will analyze these peculiar properties of water embedded nanostruc-
tured polymer systems on the basis of the dielectric response in dierent water-
polymer mixtures, dierently organized by a geometric point of view.
However, in the present systems, it is worth noting that a rigorous dielectric
description is made rather dicult by two circumstances, i.e., the high volume
fraction of the aqueous phase and the fact that its geometrical distribution
within the polymeric matrix is rather complex and, in principle, completely ig-
nored. Therefore, we are forced to consider approximate theoretical framework
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which allows, at the same time, to treat this kind of systems with a reasonable
degree of accuracy.
Among the dierent dielectric models proposed for dealing with these highly
heterogeneous systems in the light of the eective medium theory approxima-
tion [46], we will consider dierent mixture equations, that work ignoring the
detailed geometrical arrangement of the dispersed phase in the continuous ma-
trix.
The rst of these equations overcomes the requirement of low to moderate
volume fraction but, at the same time, forces the dispersed phase to be spherical
in shape with no interconnection between water regions.
In this case, the resulting complex dielectric constant (!) of the whole sys-
tem, in the light of the eective medium theory approximation [46], composed
by aqueous spheres of complex dielectric constant w(!) = w + w=(i0!) dis-
persed in a matrix of complex dielectric constant p(!) = p, at the volume
fractions  and (1  ), respectively, is given by
(!)  p(!)
m(!)  p(!)

m(!)
(!)
 1
3
= 1   (4)
The second mixture equation, which ignores the geometric details of the two
phases, is suited for systems where the ller phase (water in this case) exhibits a
high degree of interconnections through the polymeric matrix (interpenetrating
network structure). Based on the so-called "aggregate topology", a mixture
equation for a cubic-grid structure, including higher multipole moments has
been proposed by Stolzle et al. [47] and takes the form [48]
(!) =
1
0:75
((1  )eff (c) + (  0:25)p(!)) (5)
where
eff (c) = ((1  )[m(!)]a +[p(!)]a)1=a (6)
with c=0.25 and a = 1:6+ 0:265. In this case, we remark that both matrix
and ller phases are interconnected.
In Fig. 6, we report the typical behavior of the permittivity 
0
and the
electrical conductivity  as a function of the water volume fraction , for
the two dierent polymeric structures described by eq. 4 and eqs. 5 and 6,
respectively. As can be seen, in both cases, the electrical response of the system
is highly sensitive to the total water content.
The permittivity 
0
and the electrical conductivity  can be easily con-
verted into the capacitance C and the resistance R by pure geometrical factors
(the eective surface and the thickness of the polymeric layer of the sensitive
element).
A more complex equation, originally developed to take into account the
dielectric behavior of microemulsions close to the percolation threshold [49, 50,
10
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Figure 6: Panel (A): The permittivity 
0
of a porous polymeric matrix embed-
ded of water as a function of the water volume fraction  at the frequency of
10 kHz, according to the Brugman-Hanai model (eq. 4). The phase parameters
are: p=75; p=0.01 mho/m; m=5; m=0.00001 mho/m. The inset shows the
electrical conductivity  as a function of the volume fraction . Panel (B):
Permittivity 
0
and electrical conductivity  calculated as in (A), according to
the interpenetrating network structure model (eqs. 5 and 6)
51], which explicitly introduces the porosity P of the polymeric matrix, reads
(1 P ) 
1=t
p   1=t

1=t
p +
'p
1 'p 
1=t
+'wP

1=t
w   1=t

1=t
p +
'p
1 'p 
1=t
+(1 'w)P 
1=t
a   1=t

1=t
a +
'p
1 'p 
1=t
= 0
(7)
where p, 

w and 

a are the complex dielectric constant of the polymer phase,
water and air, respectively, P is the porosity, 'w and 'p the volume fraction of
adsorbed water and the percolation volume fraction, respectively and, nally,
t is the non-linearity correction factor.
In this framework, the porosity P (the total volume of the pore space divided
by the total sample volume) is dened as
P =
Z 1
0
f()d (8)
where the local porosity distribution f() is dened as the probability density
of nding porosity between  and + d inside the sample.
In Fig. 7, we show the typical increase of the permittivity 
0
, or conversely
of the capacitance C, and of the electrical conductivity , or conversely the
resistance R, as a function of the amount of water adsorbed into the polymeric
matrix, for dierent values of the porosity P . Also in this case, the overall
system is extremely sensitive to the amount of adsorbed water, as can be seen,
as an example, in Fig. 7, where both the permittivity and the electrical con-
ductivity vary over an exceptionally wide range as a function of the total water
content.
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Figure 7: Left Panel: The permittivity 
0
of a porous polymeric matrix embed-
ded of water as a function of the water volume fraction 'w at the frequency
of 1 kHz, according to the percolative model (eq. 7). The phase parameters
are: p=5; p=0.0000001 mho/m; w=80; w=0.01 mho/m. Right panel: the
electrical conductivity  as a function of the volume fraction 'w. Calculations
have been carried out for three dierent values of the porosity P
Moreover, sensors based on the electrical characterization of the sensing
element oer the further advantage that the measuring frequency of the ca-
pacitance and/or the electrical conductivity can be properly tuned in order to
obtain the most appropriate response, as far as the sensitivity of the measuring
devise is concerned. As an example, in Fig. 8, we show the frequency depen-
dence, in the range from 1 kHz to 1 GHz, of the permittivity and electrical
conductivity calculated on the basis of eq. 7. As can be seen, the whole re-
sponse is markedly dependent on the frequency, even if, as pointed out by Das
et al. [52], at very high frequencies, the measured capacitance is mainly deter-
mined by the parasitic capacitance. On the other hand, at lower frequencies,
the measured capacitance truly represents the active capacitance for humidity
sensing.
Among the dierent models proposed in the light of the dielectric theory for
dealing with these highly heterogeneous systems [53], the simplest relationship
which, to a large extent, ignores the details of the material composition and
considers the sum of the dipolar factors associated with the dierent phases
present in the system, each of them weighted by the respective volume frac-
tions, has been proposed by Bruggeman [54, 55]. From a general point of view,
for a two-phase system, characterized by two components of complex dielectric
constant 1(!) and 

2(!), at the volume fractions 1 and 2 = (1   1), re-
spectively, the resulting complex dielectric constant (!) of the whole system,
12
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Figure 8: Left Panel: The permittivity 
0
of a porous polymeric matrix embed-
ded of water as a function of frequency from 1 kHz to 1 GHz at water volume
fraction 'w=0.59, according to the percolative model (eq. 7). The phase pa-
rameters are: p=5; p=0.0000001 mho/m; w=80; w=0.01 mho/m. Right
panel: the electrical conductivity  as a function of frequency. Calculations
have been carried out for three dierent values of the porosity P .
in the light of the eective medium theory approximation, is given by
1
1(!)  (!)
1(!) + 2(!)
+ 2
2(!)  (!)
2(!) + 2(!)
= 0 (9)
This equation, ignoring the geometric details of the two phases, lets itself
to be generalized to a highly porous and interconnected system. According to
Haslund et al. [56] and Hilfer [57], on the basis of the local porosity theory [58,
59, 60], which includes additional structural information through the geometric
functions () and (), eq. 9 can be written asZ 1
0
we(!)  (!)
we(!) + 2(!)
()()d+ (10)Z 1
0
pe(!)  (!)
pe(!) + 2(!)
[1  ()]()d = 0
where we(!) and 

pe(!) are the eective complex dielectric constant of the
aqueous (conducting) phase and the polymeric (non-conducting) network with
a local porosity . Eq. 10 has been proposed as a generalization of eective
medium theories [61], based on an extension of geometric characterization by
using local geometry distribution [57, 62], whose validity fails in either the pore
scale length tends to zero (pores become strongly correlated) or to innity (the
medium is globally connected). However, eq. 10 holds over an intermediate
range of pore size.
In this case, as we have above stated, the system is characterized by two
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geometrical functions, () and () which take into account the local porosity
distribution and the local percolation distribution in the whole system.
Both the dielectric constants pe(!) and 

we(!) depend on the bulk complex
dielectric constants of the two components, w for the water phase and 

p for
the polymeric phase, according to the relationships [56, 58]
we(!) = 

w(!)
 
1  1  
[1  p(!)=w(!)] 1   13
!
(11)
pe(!) = 

p(!)
 
1  
[1  w(!)=p(!)] 1   13 (1  )
!
(12)
Here, p(!) and 

w(!) are the complex dielectric constants of the polymeric
matrix and of the aqueous phase, respectively.
Because of the range of frequencies investigated and considering that the
porous matrix has negligible electrical conductivity (p '0) and its permittiv-
ity p is practically independent of frequency and temperature, the following
approximations
p(!) = p (13)
w(!) = w +
w
i!0
(14)
hold.
Eq. 10 contains the two functions that dene the porous structure of the
system. They are the local porosity distribution () and the local percola-
tion probability (). As far as the function () is concerned, we chose a
dependence given by
() =  (15)
with the limiting values ( = 0) = 0 and ( = 1) = 1. For sake of simplicity,
for the function (), we assume a Gaussian dependence with expected value
 and variance s2.
Consequently, the whole dielectric behavior of the polymeric system is char-
acterized by three parameters, ,  and s2, all of them depending on the ge-
ometry of the structural organization of the polymeric matrix.
In Fig. 9, we show the typical behavior of the permittivity 
0
and the
electrical conductivity  as a function of the frequency, for dierent values of
the parameter . Fig. 10 shows the increment of the permittivity and the
conductivity as a function of the total fraction of water present in the system,
i.e., proportional to the relative humidity.
A nal comment to conclude this section is in order. We have considered
dierent dielectric models proposed in literature to justify the dielectric be-
havior of highly heterogeneous systems. Whatsoever arranged the structure of
the polymeric material is, we show that the dielectric response of the system
is highly sensitive to the presence of water embedding the porous structured
polymer material, justifying its use as sensitive element in humidity sensor
devices.
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Figure 9: Left Panel: The permittivity 
0
of a porous polymeric matrix em-
bedded of water as a function of frequency from 1 kHz to 1 GHz at water
volume fraction for dierent values of the parameter P , according to the per-
colation model (eq. 10). The phase parameters are: p=5; p=0.0000001
mho/m; w=80; w=0.01 mho/m. Right panel: the electrical conductivity 
as a function of frequency.
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Figure 10: Left Panel: The permittivity 
0
of a porous polymeric matrix em-
bedded of water as a function of total water volume fraction , at the frequency
of 1 kHz, according to the percolative model (eq. 10) for two dierent values
of the exponent . The phase parameters are: p=5; p=0.0000001 mho/m;
w=80; w=0.01 mho/m. The inset shows the percolation distribution func-
tion () as a function of the local porosity . Right panel: the electrical
conductivity  as a function of total water volume fraction .
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4 Characteristics and properties of RH nanos-
tructured polymer-based sensors
Some examples of RH nanostructured polymer sensors, selected from the wide
literature on this issue, based on dierent polymeric materials and dierent
device transducers are hereafter reviewed, with the aim of representing the
eorts made in this area of research, being, however, aware that the review will
not be exhaustive, due to the amplitude of research in this eld.
These examples are chosen with the aim of oering a number of selected
cases to illustrate the wide variety of polymeric materials that obey to this
phenomenology.
Works on humidity sensing mechanism of most widely used impedance type
sensors have been carried out using dielectric impedance spectroscopy [63, 64,
65, 66, 67, 68].
A good humidity sensor property has been shown by nanostructured hy-
brid lms synthesized from hydroxyl propyl methyl cellulose [HPMC] and tetra
ethoxy ortho silicate [TEOS] obtained by microwave assistance method [69].
The formation of HPMC/TEOS amorphous nano-hybrid lm (lm thickness
between 20 and 24 m with a surface roughness od 120 nm) resulted in a mate-
rial with a good linear sensor response, a low hysteresis (<1%), a fast response
(5 s) and a good recovery time (10 s).
Lin et al. [70] investigated the relationship between dynamic water adsorp-
tion and impedance response of an electrospun polyaniline [PANI] nanober hu-
midity sensor by quartz crystal microbalance [QCM] measurements. Nyquist
plots and Bode plots of the nanober sensors were obtained at dierent hu-
midity levels, and explained by taking into account the morphology of the
nanobers. An electrical equivalent circuit was developed and used to explore
the sensing mechanism of the nanobers sensor, whose eectiveness was veried
by good agreement between measured and calculated results.
The QCM exploits the properties of piezoelectric materials to modify their
frequency uctuation according to variation of the viscoelastic coecient of the
membrane deposited on their electrodes. The frequency variation is given by
[71]
 =  3=2q

ll
qq
1=2
(16)
where l and l are the membrane density and viscosity, respectively, q and
q are the quartz density and the shear modulus, respectively, with q its
fundamental frequency. To a rst approximation, when the adhesion of the
membrane on the quartz is particularly tenacious, the frequency change is
induced by the increased mass of the sensitive membrane due to the captured
moisture and is given by
 =  22q
1p
qq
M
A
(17)
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Figure 11: Normalized capacity of the sensors as a function of the relative hu-
midity, for dierent type of cellulose acetate butyrate. The capacity of each
sensors is measured with a LCR meter at a frequency of 10 kHz and a volt-
age of 1 V. Humidity range from 10 to 95% RH at 25 C is generated with a
SECASI climate chamber. Polymers have dierent molecular weight and dif-
ferent acetyl/butyril percentage ratio [A/B ratio]; CAB52=16 kD, A/B=3/52;
CAB38=20 kD, A/B=13/35; CAB37=70 kD, A/B=14/32; CAB46=20 kD,
A/B=2/46; CAB17=20 kD, A/B=30/17. CABCL is a formulation of 50% of
CAB52 mixed with 25% of CAB17 and 25% of CAB37.
where M is the mass variation adsorbed on the surface of the membrane and
A its active area.
In the case of polymeric materials, the QCM does not only take advantage
of the chemical intrinsic properties of the active membrane, but also of the
increased specic surface area and of its porosity. The behavior of nanobeads of
polyphenylacetylene and poly (phenylacetylene -(2- hydroxyethyl methacrylate
-Co)) membranes as sensitive layer exposed to dierent values of RH has been
discussed in Ref. [72].
Jaruwongrungsee et al. [73] proposed a layer of PANI micro- and nano-
dots as sensitive layer on quartz microbalance. The polymeric material was, in
this case, deposited by means of an electrospinning technique which allows to
reduce both the response and the recovery time.
Polymers such as polyimide [74, 75, 76, 77] and polymethyl metacrylate
[PMMA] [78, 79, 80], polyethylene terephthalate [PET] [9] and polysulfone
[PSF] [81, 82] are some of the materials employed in capacitive humidity sen-
sors. A sensor based on cellulose acetate butyrate [CAB] having good charac-
teristics (high sensitivity, small hysteresis, short response time and long term
stability, with moreover good chemical resistance) has been realized by Ducere
et al. [83]. Fig. 11 shows the capacitive response of dierent types of [CAB]
is shown as a function of the relative humidity, for dierent content of butyryl
(from 17 to 52 %) and dierent molecular weight (from 20 to 40 kD). This sen-
sor works eectively from 0 to 100% RH and from 40 to 120 C. Furthermore it
is robust enough to be used in many applications such as industrial processes.
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Figure 12: A cumulative plot of the resistance R as a function of the relative
humidity RH for dierent values of the carbon nanotube concentration, from
0.025 to 0.4 wt%. Data taken at room temperature at the frequency of 20 kHz
with 1 Vrms test signal. Redrawn and adapted from Ref. [84]
To enhance the sensitivity of polymide-based resistive sensors, Yoo et al.
[84] prepared a nanocompsite lm where plasma-treated multiwall carbon nan-
otubes [CNT] were blended with polymide [p-MWCNT/PI lm]. The electrical
response of the lm depends on the carbon nanotube content. This dependence
is rather complex, showing a 4R=4RH <0 for small CNT concentration and
4R=4RH >0 for large CNT concentration.
When the concentration is higher than a critical value (around 0.1 wt%),
the sensor exhibits a very good linearity over a wide humidity range. In this
case, the sensitivity S is dened as
S =
4R=R0
4(RH%) (18)
where 4R = RRH R0 with RRH and R0 the steady-state resistance when the
device is exposed to dierent RH values and its initial resistance value. Typical
values range from 0.00127 RH% 1 at a carbon nanotube concentration of 0.1
wt% to 0.00466 RH% 1 at a nanotube concentration of 0.4 wt%. A cumulative
plot of the resistance R as a function of the relative humidity is shown in Fig.
12.
Polyaniline [PANI] nanober humidity sensors were prepared by Lin et al.
[85] through electrospinning [ES] from the N,N-dimethylformamide solution of
PANI, poly(vinyl butyral) [PVB] and poly(ethylene oxide) [PEO]. Humidity re-
sponse of the nanober sensors was investigated by measuring their impedance
at dierent humidity levels at room temperature and the main results are shown
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A B
Figure 13: Humidity responses of the PANI nanober humidity sensor dur-
ing the humidication (triangleup) and desiccation (triangledown) processes
(ES solution: [PANI-PSSA] = 20 mg/mL, PANI-PSSA/PEO/PVB = 20/3/14
(mass ratio), heated at 100 C for 2 h). Bottom inset: Response transients
of PANI nanober humidity sensor (ES solution: [PANI- PSSA] = 20 mg/mL,
PANI-PSSA/PEO/PVB = 20/3/14 (mass ratio), heated at 100 C for 2 h).
Upper inset: SEM images of nanobers prepared from ES solutions of (a)
[PANI- PSSA] = 20 mg/mL, [PVB] = 30 mg/mL and (b) [PANI-PSSA] = 20
mg/mL, [PVB] = 30 mg/mL. All the nanobers were heated at 100 C for 2
h. Redrawn and adapted from Ref. [85]
in Fig. 13. Sensors exhibited a small hysteresis of only 1% RH under middle
humidity, and good sensing linearity on a semi-logarithmic scale.
A similar approach has been carried out by Li et al. [86], who obtained
by electrospinning and heat treatment nanobers (with a diameter of 250-500
nm) of a composite of a silicon-containing polyelectrolyte polyethylene oxide
and polyaniline [PANI]. Nanobers showed impedance change from about 6
M
 to 25 k
 with the increment of the relative humidity from 22 to 97 % at
room temperature. Other interesting characteristics are fast reversible response
with a small hysteresis (about 2% RH) and, moreover, a short response time
(between 7 s and 19 s for adsorption and desorption in the range 33 to 97 %
RH).
Among polymeric materials, polymer electrolytes (polyelectrolytes) have
been the most widely employed as resistive-type humidity sensors, owing to
their ion-conducting characteristics [87, 88]. They respond to humidity varia-
tions by increasing their ionic mobility or changing the charge carrier concen-
tration [89, 90].
A number of studies have led to humidity sensors based on polyelectrolytes
[PEs] that, in some cases, are very sensitive in a wide range of relative humidity
and very stable at high concentrations of water vapor [78, 91, 92, 93, 94].
However, being generally hydrophilic, polyelectrolytes tend to be soluble
in water, resulting in a large hysteresis and, moreover, giving rise to a weak
perdurability of the sensor device as a whole. This inconvenience can be easily
overcome by modifying polyelectrolytes to make them insoluble in water [78,
95]. Amine-containing polyelectrolytes were prepared by Lee et al. [96] with
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Figure 14: The resistance dependence on relative humidity of humidity sen-
sor obtained from VTBPC/METAC/2-EHA/VP = 3/2/2/3 at () 15 C; ()
25 C; and (N) 35 C at 1 kHz and 1V. Upper inset: Response time of the
humidity sensor obtained from VTBPC/METAC/2-EHA/VP = 2/2/2/4; ()
absorption and () desorption process at 25 C. Bottom inset: Long-term sta-
bility of the sensor under 90% RH at 80 C measured at 70% RH of humidity
sensor obtained from the cross-linked copolymer VTBPC/METAC/2-EHA/VP
= 3/2/2/3. Redrawn and adapted from Ref. [96]
dierent contents of vinylbenzyltributylphosphonium chloride [VTBPC], (2-
(methacryloyloxy)ethyl)trimethyl ammonium chloride [METAC], 2-ethylhexyl-
acrylate [2-EHA] and 4-vinylpyridine [4-VP]. Resistance versus relative humid-
ity characteristics of the sensor were measured for an adsorption process, at
20% RH 95% RH, and for a desorption process, at 95% RH 20% RH at 1V,
1 kHz and 25 C. The temperature dependence was measured at temperatures
of 15, 25 and 35 C at 1V and 1 kHz. Typical results are shown in Fig. 14.
Temperature coecient between 15 and 35 C is 0.35 to 0.56% RH per degree
centigrade and the response time is 125{175 s between 33% RH and 94% RH.
The reduction of water solubility can be obtained with the application of
hydrophobic groups by grafting or by the co-polymerization in order to apply
a protective lm [95, 78, 91] or by cross-linking reaction [97, 92, 98]. Copoly-
merization of hydrophilic or hydrophobic monomers with other hydrophobic
monomers and the inuence of dierent parameters on the performance of
cross-linked quaternized polyelectrolyte lms have been studied by Wu et al.
[99] and by Casalbore-Miceli et al. [100].
Nanoporous polymers based on 1,4-divinylbenzene [DVB] and methacry-
lato ethyl trimethyl ammonium chloride [DMC] were recently synthesized by
free radical polymerization with a solvothermal route by Fei et al. [101]. Hy-
drophobic [DVB] and hydrophilic [DMC] monomers were used for constructing
polymer electrolytes with dierent molar ratio. Fig. 15 collects the main re-
sults for PDVB/DMC with a molar ratio of DVB to DMC of 3:3, where the
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Figure 15: Panel A: pore diameter distribution; Panel B: humidity hystere-
sis curve; Panel C: response and recovery time; Bottom panel, left: complex
impedance under dierent RH conditions; Bottom panel, right: equivalent cir-
cuit for complex impedance.
pore diameter distribution (panel A), the humidity hysteresis curve (panel B),
the response and recovery curve (panel C) and the complex impedances under
dierent RH conditions (bottom panel a) together with the equivalent circuit
for the complex impedance (bottom panel b) are shown.
Authors conclude that this cross-linked structure oers good stability of
the polymer even at hight humidity level, showing changes of more than three
orders of magnitude in the impedance response, over the whole humidity range,
with little humidity hysteresis and rapid response.
The same authors [102] have realized a humidity switching sensor based on
dierent hydrophobic polymers (poly(N-vinyl-2-pyrrolidone) [PVP], poly(vinyl
alcohol) [PVA], hydroxyethyl cellulose [HEC]) that present dierent hydropho-
bic properties, resulting in dierent interactions with water.
Impedance of the sensors based on PVP, PVA and HEC shows a non linear
response to relative humidity with switching humidity points at about 75, 65
and 55 % RH, respectively. Moreover, a mixture of these polymers may be
used for controlling the switching properties. For example, sensors based on
PVP/PVA composite lm shift their switching point from 75 to 60 % RH as
the composition varied from PVP to PVP/PVA 1:1 molar ratio.
Recently, Kim et al. [103] synthesized partially sulfonated poly(styrene-
block - methylbutylene) block copolymers [PSS-b-PMB] where the PSS chains
provide hygroscopic nature. In this composite, the degree of water sorption
can be easily tuned by adjusting sulfonation levels of the PSS chains. In this
way, it is possible to accurately control sensor performance. In these sensors,
changes in electrochemical properties upon exposure to environmental humidity
can be attributed to the existence of water molecules in pools of SO3H groups
which lead to proton transports along neighboring protic moieties, resulting
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Figure 16: Impedance changes of a PSS-b-PMB lm, monitored with repeated
stepwise changes in RHs. For all measurements, an AC voltage of 20 mV at a
xed frequency of 1 kHz was supplied. The injection of air with dierent RHs
was indicated in the gure with inverted arrows. Redrawn and adapted from
Ref. [103]
in a decrease in the electrical impedance of the lms. Typical changes in the
impedance of PSS-b-PMB sensors are shown in Fig. 16, where the sensor
response is monitored at 25 C as a function of time, upon switching RH from
20 to 95%.
By means of a simple and easy procedure, a resistive-type cross-linked poly-
electrolyte humidity sensitive material was realized by Lv et al. [104], who used
2-(dimethyl amino) ethyl metacrylate quaternized with n-butyl bromide and
then copolymerized with 1.4-divinyl benzene. The resulting material exhibited
a high sensitivity (impedance change from 10 M
 to 1 k
 in the humidity range
22 to 97 % RH), small hysteresis (about 1 % RH) and fast response (about 9
and 36 s for adsorption and desorption between 33% and 99 % RH).
Recently, Pattananuwat et al. [105] produced a novel humidity sensor based
on poly(pyrrole -co- formil pyrrole) [P(Py-co-Py)] lm prepared via spin coating
during chemical polymerization (typical thickness of the lm was of the order
of 2 m with a surface roughness of about 1 nm and a conductivity of 0.02
mho/cm). The response of the lm was highly sensitive to the RH change, the
impedance changed from about 100 k
 to 10 
 for RH varied from 15 to 95 %.
Moreover, the P(Py-co-Py) lm responded rapidly, with a small hysteresis,
when RH changed from 30 to 90 % within 5 s. These lms showed a frequency-
dependent capacitance response with a rapid increase with increasing % RH.
A detailed analysis of the dielectric behavior of poly pyrrole polymer has been
carried out by Zhang et al. [65], showing that, in this case, electrical conduction
is partially due to a dipolar contribution.
Besides, conducting polymers like poly(3,4-ethylenedioxythiophene) [PE-
DOT] or poly(3,4-ethylenedioxythiophenepoly(styrene-sulfonate) [PEDOT-PSS]
exhibit higher moisture sensitivity, and signicant reversible changes of impedan-
ce when exposed to humid conditions [106]. A resistive-type miniature humid-
ity sensor made of an organic conjugated polymer based on PEDOT has been
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developed and fabricated using standard MEMS technology integrated with
a polymerisation process. The electrical test characteristics showed that the
sensor is sensitive to a RH range of 20% to 99% [107]. Further, Miyoshi et al.
reported a exible design conguration for a resistive humidity sensor based
on a sandwiched porous hydrophobic poly-tetrauoroethylene membrane struc-
ture deposited by a soft-MEMS technique applicable to physiological humidity
ranges [108].
The capacitive-type sensor is superior in linearity of sensor output and in
stability at high humidity to the resistive-type sensor. However, many prob-
lems, i.e., hysteresis, stability at high temperature and in a highly humid at-
mosphere and durability to some kinds of organic vapors, etc., still have to
claried. These aspects require a detailed knowledge of the mechanisms, at a
molecular level, that control interactions of water in highly conned polymeric
regions.
Capacitive sensors are based on hydrophobic polymer lms that adsorb wa-
ter by hygroscopicity [109]. Good candidates to this class of materials are cel-
lulose acetate butyrate [CAB] [110], poly(methyl metacrylate) [PMMA] [111],
poly(vinyl crotonate) [PVC] [112] and poly(ethylene terephthalate) [PETT]
[113].
Their properties are recently reviewed by Chen and Lu [109], who discuss
application of cross-linking in order to enhance the sensitivity of the lm.
5 Conclusions
Nanostructured polymers represent a suitable class of materials to be employed
as sensitive element in capacitive-type and conductive-type humidity sensors.
This property is due to the fact that these systems, when embedded partially or
totally of water caused by environmental humidity, undergo an exceptionally
wide response in terms of changes in the electrical resistance and electrical
capacitance, justifying their use as sensitive elements in humidity sensors.
We have analyzed, on the basis of the most appropriate dielectric models,
the theoretical reasons by which this phenomenology occurs, considering var-
ious possible spatial arrangements assumed by nanostructured polymers and,
for each of them, we have calculated, in the framework of the eective medium
theory approximation, the permittivity and the conductivity as a function of
the frequency and, moreover, as a function of the total amount of water em-
bedded the system.
It worth noting that this analysis has been carried out for dierent porosity
of the polymeric material, introducing two functions, the pore distribution and
the local percolation distribution, that allow a detailed quantitative description
of these highly heterogeneous systems.
Our results, for all the systems investigated, conrm that permittivity and
electrical conductivity are electrical parameters to be successfully employed in
the measurement of relative humidity. This conclusion is further supported by
a brief review of recent humidity sensors based on nanostructured polymers.
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